
 Beachten Sie die Handhabungsvorschriften für elektrostatisch gefährdete  
 Bauelemente!
 Observe precautions for handling of electrostatic sensitive devices!

 Reinigungsmittel / Cleaning agents

Erlaubt / Allowed Verboten / Prohibited
Maßstab / Scale: Weiches, fusselfreies, nicht scheu-
erndes Putztuch / Soft, lintfree, not rubbing cloth

Scheuer- und Poliermittel 
Abrasives, polishes

Hochprozentige, alkoholische Reiniger oder Lösungs- 
mittel, z. B. Aceton, (Iso)Propanol, Ethanol
High-proof alcoholic cleaners or solvents, e. g. acetone,  
(iso)propanol, ethanol

Agressive oder korrosive Mittel,  
z. B. starke Säuren, Ammoniak 
Agressive or corrosive media,  
e. g. strong acids, ammonia

Kabel / Cable: Alkoholfreie Reiniger / Non-alcoholic cleaner Aceton / Acetone, Ethanol

 Verlegen Sie das Anschlusskabel zur Steuerung so, dass es 
  im Betrieb beim Abfahren der Messstrecke nicht hängen bleibt;
  nicht gequetscht, abgeknickt oder anderweitig beschädigt wird;
  nicht direkt neben Energieleitungen verläuft.
 Lay the cable from the scanning head to the control in such a way that
  it does not get caught up in operation when moving along the machine travel;
  it is not crushed, kinked or otherwise damaged;
  it does not run directly alongside power lines.



Kabel
Cable

Material
Material

Zyklen
Cycles

Biegeradius
Bending radius

Ø 4,3 mm Geschirmtes 
PUR-Kabel
Shielded PUR cable

Schleppkette / Drag chain:
> 5.000.000 
Torsion / Torsion: > 300.000 R ≥20


